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Abstract 

We report on the development and performance of a high- sensitivity 
purity-analysis technique for gaseous xenon. The gas is sampled at macro- 
scopic pressure from the system of interest using a UHV leak valve. The 
xenon present in the sample is removed with a liquid-nitrogen cold trap, 
and the remaining impurities are observed with a standard vacuum mass- 
spectroscopy device. Using calibrated samples of xenon gas spiked with 
known levels of impurities, we find that the minimum detectable levels of N 2 , 
2 , and methane are 1-10 -9 g/g, 160-10 -12 g/g, and 60-10 -12 g/g respec- 
tively. This represents an improvement of about a factor of 10 000 compared 
to measurements performed without a cold trap. 
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1. Introduction 

Liquid xenon has become a common detection medium for many parti- 
cle, astrophysics, and even medical imaging studies [lj]. Large gaseous xenon 
detection systems are also in development |2| • A typical xenon detection sys- 
tem detects deposited energy by collecting some combination of ionization 
charge and scintillation light. Charge collection requires electron lifetimes in 
the xenon sufficiently long so that a large fraction of ionization electrons can 
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drift to the detector anode. Electronegative impurities at the levels of about 
10~ 9 g/g reduce the electron attenuation length to several tens of centimeters 
depending on the electric field in the liquid xenon jjjj. Higher levels thus pro- 
duce relevant limits to detector sizes or prevent charge collection all together. 
Impurities are also responsible for the attenuation of vacuum ultraviolet light 
and therefore present a problem for xenon scintillation detectors pj . In other 
situations, trace levels of impurities may be desirable. For example, methane 
isomers such as 14 CH4 and CH3T could be used as internal beta calibration 
sources for large liquid-xenon experiments. For these reasons, it is often crit- 
ical that these experiments have instrumentation to allow for monitoring of 
the xenon purity. 

Existing xenon purity monitors typically measure the electron lifetime 
in the liquid phase via charge attenuation measurements [5], [6[ . For ioniza- 
tion detectors, the electron lifetime is exactly the quantity of concern, and 
a precise measurement of its value allows for corrections to be made to the 
charge collection signal. Impurities may be present in the commercial xenon 
source in relatively high concentrations, but such impurities can be easily 
removed by a gas purifier while filling the detector. Of more concern are 
impurity sources which act downstream of the purifier, such as outgassing 
from detector components and plumbing, or small leaks in the system which 
have escaped detection. One strategy for overcoming these problems is liq- 
uid phase purification 0, Isf, whereby the purifier and the detector are in 
effect unified into a single device. Although liquid phase purification tech- 
nology is promising, it has not yet been widely adopted in xenon detectors. 
Instead, the most common method employed at present is gas phase purifi- 
cation, typically with a heated zirconium getter, coupled with continuous 
re-circulation of the xenon through the detector volume. This arrangement 
is capable of achieving xenon purities which are adequate for present day 
experiments and has become a standard technique. In practice, however, the 
electron lifetime is sometimes observed to be small, despite the best efforts 
of the experimenters. In this case, the electron lifetime measurement alone 
does not provide much information regarding the source of the problem, be 
it excessive outgassing, leaks, or a failure of the purifier. 

It would therefore be useful to have a complementary purity monitoring 
technique which can operate in the gas phase downstream of the purifier, and 
which can identify the chemical species of the impurities which are responsible 
for the poor electron lifetime. One possible method is atmospheric-pressure 
ionization mass spectroscopy (API-MS), which is capable of detecting impu- 
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rities at concentrations of less than 10 -9 g/g. Unfortunately, this technology 
is out of reach for the average experimenter due to cost. On the other hand, 
labs which host ultra-high vacuum (UHV) systems, including most xenon de- 
tector labs, are usually equipped with a residual gas analyzer (RGA), a mass 
spectroscopy device which operates at pressures of 10 -5 Torr or less. Xenon 
gas from the detector may be introduced into the RGA through a capillary 
tube or leak valve, and the chemical composition of the gas, including any 
impurity species, can be ascertained. However, this technique by itself has 
limited usefulness because the dynamic range of the RGA is only six orders 
of magnitude at best. Under these circumstance, impurities can only be 
detected at concentrations greater than one part per million, far above the 
part-per-billion concentrations which are relevant for ionization detection. In 
essence, the RGA is saturated by the overwhelming xenon pressure, and this 
limits the sensitivity of the device to impurities. 

We report here on the development of a method to improve the sensitivity 
of the RGA to impurities by limiting the partial pressure of the xenon with 
a liquid nitrogen cold trap. The method relies on the fact that the physical 
properties of many common impurity species differ sufficiently from that of 
xenon such that they can be separated with a cold surface. This separation 
allows the gas sampling device (leak valve or capillary tube) to operate at 
vastly higher rates without risk of saturating the RGA. 

In this paper, we present the results of our tests with methane, nitrogen, 
and oxygen, three impurity species which have freezing points well below that 
of xenon (161 K). (We expect that impurities with freezing points above 
xenon, such as carbon dioxide and water, could also be detected with a 
more sophisticated trap-and-release method, but we have not attempted such 
detection at this time.) At liquid nitrogen temperature (77 K), the vapor 
pressure of solid xenon is 1.8 mTorr. N 2 and 2 both have vapor pressures 
greater than or equal to 1 atm at 77 K. In the case of methane, the freezing 
point is 91 K, but its vapor pressure at 77 K is 8 Torr (§], still far above 
the xenon vapor pressure. It is thus reasonable to expect that these gases 
would pass through a liquid nitrogen trap at much higher partial pressures 
than the xenon itself. In fact, we find that the cold-trap/RGA method is 
capable of detecting methane, for example, at concentrations as low as 60 
parts-per-trillion. This represents an improvement of more than four orders 
of magnitude over a standalone RGA method. 
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2. The cold trap hardware 

A hardware schematic of the analysis system is shown in Fig. [TJ We 
sample gas from our multi-purpose gas handling system with a controllable 
leak valve (Kurt J. Lesker, LVM series, Part Number VZLVM940R) which 
reduces the pressure from one atmosphere to a fraction of a torr and allows 
control of the flow rate into the cold trap. After passing through the leak 
valve the gas travels through about 1 m of 0.95 cm ID SS piping where it 
then expands into a horizontal SS pipe of 3.81 cm diameter. The 3.81 cm 
pipe extends for about 33 cm before making a 90° bend downward into a 
liquid-nitrogen Dewar vessel (24 cm ID). The pipe extends downward into 
the dewar about 50 cm, making a 180° "U" -shaped bend of about a 6 cm 
radius. The pipe returns up and out of the dewar. The output of the cold 
trap then connects through about 13 cm of 0.95 cm ID SS pipe containing a 
shut-off valve (open during normal operation). The exit of the pipe connects 
to about 1.5 m of 3.81 cm SS plumbing before splitting to an SRS-200 RGA 
and a 70 L/s turbo pump. A cold cathode gauge monitors the gas pressure 
between the RGA and the turbo pump. The low conductance of the 0.95 cm 
cold-trap exit pipe further reduces the output gas pressure to 8 ■ 10~ 6 Torr, 
just under the maximum operating pressure of the RGA. Because the output 
conductance should ideally be reproducible, the shut-off valve is probably 
not well suited for conductance control. For our trap the output conductance 
was set as needed by the plumbing design alone and the valve was fully open 
during operation. 

3. Operation 

For typical operation of the xenon gas purity analyzer we use a storage 
bottle regulator to maintain the primary xenon handling system at a pressure 
of about 1050 Torr. While pumping on the cold trap and monitoring masses 
of interest with the RGA, we fill the cold-trap dewar with nitrogen to about 
25 cm above the bottom of the trap bend. We have found that gas analysis 
results are insensitive to the liquid nitrogen level. After a brief wait for the 
trap to cool down, we then inject xenon gas into the trap by opening the 
leak valve. The LVM series leak valve has a peculiar marking system to 
label valve opening positions. Fractional rotations are marked in increments 
from to 50, with 50 being a full rotation of the valve control knob. We 
refer here to decimal factions of real knob turns, not the markings printed 
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Figure 1: Xenon handling system: There is leak valve to a cold trap at the output of 
the purifier. The cold trap is followed by an RGA and a turbo pump. Xenon can be 
cryopumped from one storage bottle to the other to flow gas through the primary xenon 
system as desired. As drawn, the valves are configured to supply a constant pressure of 
gas (regulators are not shown) from bottle A as gas is sampled by the cold-trap/RGA 
analysis system. 



on the knob itself. For initial gas injection we typically open the valve 1.00 
turns. We have estimated the flow rate of Xenon gas through the leak valve 
by monitoring pressure loss in a closed system. Table [I] lists gas flow rates 
at various input leak valve positions. We have found valve hysteresis in the 
form of 10% to 20% variations in flow rate depending on which direction the 
valve was last turned. In order to reduce this error, we always set the flow 
by opening the valve to the desired position without turning past it. 

We use the 132 u RGA channel as a monitor for the xenon partial pressure, 
representing about a quarter of the various xenon isotopes. We typically 
monitor all pressures using the channel electron multiplier (CEM) of the 
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ValvePosition 


Leak Rate [Torr ■ L / min] 


1.0 


.05* 


1.1 


.24* 


1.15 


.52* 


1.2 


1.5 ± 0.1 


1.25 


2.9 ± 0.5 


1.3 


7.1 ± 0.6 


1.35 


17.4 ± 1.5 


1.4 


43 ± 3 



Table 1: Rate of xenon gas flow through the cold trap input leak valve for different valve 
positions. The measurements were obtained with an input pressure of about 1050 Torr. 
Uncertainties listed are related to pressure measurements for a single test of the valve; 
they do not include errors associated with the reproducibility of the valve opening. 
* Rates for valve openings below 1.2 turns were inferred by assuming that the helium 
partial pressure response is proportional to the xenon flow rate below 1.2 turns. 

RGA for increased sensitivity. After opening the leak valve to 1.00 turns the 
xenon RGA pressure immediately rises sharply from a typical background 
level of about 5 • 10~ 12 Torr, leveling off within a couple of minutes to a 
reproducible pressure of about 5 ■ 10~ 7 Torr. 

After establishing the xenon vapor pressure, the leak valve can be opened 
further or shut off entirely without impacting the xenon RGA pressure, sup- 
porting the claim that the xenon output pressure, is, under normal condi- 
tions, controlled by the solid xenon ice in the trap and not by the gas flow 
rate through the leak valve. This characteristic is, of course, the key to max- 
imizing analysis sensitivity. Further increases of the input leak rates result in 
increased RGA signals of other impurities while the xenon pressure remains 
constant. In our studies these impurities include 2 , N 2 , methane, argon, 
and helium. Limitations and backgrounds are discussed in more detail in 
Sees. 13.21 and [SJ 

To measure impurities at or below approximately 10~ 6 g/g, we open the 
leak valve to 1.4 turns. After any change in the leak valve position we 
typically see that partial pressures reported by the RGA require about three 
or four minutes to stabilize. At this point the RGA partial pressure is simply 
read off as a relative measure of the concentration of the impurity in the 
xenon. 

The xenon pressure typically falls by about 10% during the first 30 to 
60 minutes of operation after initially opening the leak valve to 1.00 turns. 
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We find evidence that gas analysis results may be more reproducible, at the 
level of a few percent, after allowing some time for the xenon pressure to 
stabilize. Furthermore we find fluctuations in tracer-normalized results from 
day to day, after gas handling operations, on the level of about 5% of the 
signals. 

After finishing an analysis session, the solid xenon in the cold trap is 
recovered by closing the output valve of the cold trap, opening the input 
valve, and removing the Dewar vessel to allow the trap to warm up while 
cryopumping into one of the xenon gas storage bottles. 

3.1. Tracer gases 

Errors due to non-reproducibility of input flow rates, discussed above, can 
be reduced to unobservable levels by normalizing all data to partial pressure 
readings of argon, which was present in our stock xenon, or He which we 
added at a concentration of about 8-1CT 9 g/g to use as a tracer. This pro- 
cess also compensates for small changes in the pressure at the input to the 
leak valve, which can cause non-linear RGA responses, and provides a good 
general diagnosis tool to monitor the health of the apparatus. Furthermore, 
normalization to a tracer serves to monitor intentional changes made to the 
leak valve. We find that the partial pressures of all species are, to a good 
approximation, proportional to the input flow rate. It follows that normaliza- 
tion of signals of any species of interest to that of a tracer gas with a constant 
concentration compensates the analysis for large intentional changes in the 
input flow rate used to control gas consumption or sensitivity. 

When testing purification systems it can be beneficial to change the in- 
put flow rate to adjust analysis sensitivity as impurity concentrations change. 
Particularly it can be useful to improve sensitivities by briefly increasing the 
leak rate to levels which, if sustained for long times, would cause the cold 
trap to clog with, or develop unsafe levels of, xenon ice. Noble gas trac- 
ers are particularly suited to purification studies because they are generally 



unaffected by purifiers. This technique is discussed more in Ref. [10 . 

Before using He as a tracer gas we must first confirm that the partial 
pressures of the impurities scale with input flow rate in the same way that 
He does. Figure |2] shows the ratios of partial pressures of various impurities 
to the partial pressure of He at multiple flow rates. The ratios are found to 
have total fluctuations of about 10% to 20% at flow rates above 1 Torr-L/min, 
with Ar being the worst, and both methane and N 2 having total fluctuations 
below 10%. This variation is a few times worse, with a systematic trend, if 
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data at lower flow rates are included. The trend at low flow rates can be 
corrected in data analysis, but is probably still an acceptable error level for 
many applications. Also, we see no obvious reason, even with significantly 
smaller traps, to operate at such low flow rates. All further data reported 
here were collected at a valve position of 1.4 turns; therefore no correction is 
required. Variations above a leak rate of 1 Torr • L/min become about three 
times worse if data are instead normalized to the leak rate inferred from the 
valve position. 

We notice that argon partial pressures do not track the other species 
particularly well, especially at high flow rates, possibly because, for the levels 
of argon in our xenon, its signal is near saturation in the RGA. For this reason 
He is a preferred tracer gas in these conditions. 

Use of the tracer gas is optional and can have disadvantages. We have 
found that freezing and thawing the xenon can, not surprisingly, result in 
very significant separation of the tracer gases from the xenon. Even after 
warming the xenon to its gas phase, these gases can remain separated for 
long times. This seems especially true if the xenon gas is allowed to boil 
off into long plumbing sections rather than bottles. To use the tracers for 
relative normalization during a measurement sequence, one must insure that 
the tracer gases have been uniformly mixed throughout all of the xenon being 
tested. We found that we could achieve constant tracer signals by allowing 
our storage bottles to sit overnight after they were warmed. 

3.2. Limitations 

The ultimate performance and sensitivity of the cold-trap/RGA appara- 
tus is limited by background levels in the plumbing and RGA (See Sec. EJ, 
by interferences from impurities of neighboring masses (See Sec. by the 
presence of uninteresting impurities (such as argon or helium) which may 
saturate the RGA, and by practical constraints on achievable and sustain- 
able input flow rates. The latter two of these limitations are discussed in this 
section. 

The input flow rate through the leak valve to the trap may, of course, be 
limited by plumbing or the available gas feed rate from the primary xenon 
system. Moreover, it can also be limited by the capacity of the cold trap to 
safely contain solid xenon coupled with the need to have the trap operate for 
a practical length of time. With a previous prototype cold trap made from 
0.95 cm ID SS plumbing, we found that we could typically operate the trap 
for about 1.5 hours at a flow rate of 2.9 Torr • L/min before a solid xenon 
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Figure 2: Ratio of RGA partial pressures of various xenon contaminants to that of He for 
a range of gas leak rates through the cold-trap input leak valve. The leak rate was inferred 
from the valve position along with valve calibration data in Table [T] For leak rates below 
1 Torr • L/min the rate was extrapolated using the helium partial pressure. The values 
and scale differences between species are specific to our particular gas mixture. Ideally 
the helium normalized partial pressures would be independent of the leak rate. Variations 
of as much as a factor of 1.8 are present in these data, but above lTorr • L/min, where we 
operate our cold trap, fluctuations are only about 20% of the values. These data can be 
used to derive species dependent correction factors for our system. 
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ice plug would completely block the flow path in the trap. This condition 
is detectable by dramatic drops in all partial pressures seen in the RGA. 
Furthermore, to gain additional sensitivity, it is desirable to open the leak 
valve further, which results in a proportionate decrease in the amount of 
measurement time available before the trap is blocked. With the present 
trap design, using the 3.81 cm ID plumbing, it is possible to operate the trap 
for several hours with the leak valve opened 1.4 turns. We have not found 
the limit to the operating time in this mode. However, it is very important 
to note that at this valve position gas is flowing into the trap at the rate of 
about 2 700 Torr • L/hour. With a trap volume of roughly 1.5 L, significant 
and potentially hazardous pressures could develop if the trap is operated for 
long periods of time, or at higher input rates, and is then warmed up without 
providing sufficient pressure relief and gas recovery mechanisms. 

As already noted, the dynamic range of the RGA limits sensitivity by 
establishing a maximum measurable ratio between partial pressures of xenon 
and impurities. It is also true though that the same limit applies to the 
partial pressures of any two impurities so that an overpressure of any impu- 
rity can limit the sensitivity to all other impurities. We found that a few 
times 10~ 6 g/g of argon present in our xenon gas resulted in the argon and 
xenon partial pressures becoming approximately equal for flow rates of about 
45 Torr • L/min. Since the trap was operated such that xenon always pro- 
duced the maximum acceptable pressure in the RGA, then above this flow 
rate, argon would add significantly to the total pressure and saturate the 
RGA. Thus the input rate and signal gain relative to xenon could not be in- 
creased by opening the leak valve further. For a cleaner gas not having this 
limitation, it may be possible to achieve better overall sensitivities. Higher 
flow rates are probably not easily sustainable for extended times but could 
feasibly be used for brief periods in order to sample with higher sensitivity. 
For our set-up we expect that we could achieve, without modifications, about 
ten times higher flow rates, and thus ten times improved sensitivities. 

4. Calibration data 

In order to calibrate the partial pressure measurement in terms of absolute 
impurity concentration, and to understand the ultimate sensitivity of the 
apparatus, we spiked our xenon gas supply with known levels of impurities. 
We first purified the xenon gas twice through a SAES (Monotorr PS4-MT3) 
heated zirconium getter at a flow rate of 5 standard-liters per minute (SLPM). 
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Studies of the purifier performance are reported in Ref [10|]. A sample of 
the impurity species of interest was prepared by filling a small section of 
evacuated plumbing with the impurity gas. The volume and pressure of this 
section of plumbing were then measured to determine the mass of the gas 
sample. To achieve very small quantities, the sample was allowed to expand 
into a larger section of evacuated plumbing of known volume. A small volume 
was again separated from the rest of the larger volume by closing a valve. 
The large volume was then evacuated to remove the excess gas. Once the 
sample was prepared, it was swept into the xenon supply bottle, using xenon 
as a carrier gas, and was then left overnight. 

N 2 and 2 were, in some cases, added to the xenon simultaneously, but 
methane was studied first, separately, and after a dedicated purification to 
reduce interferences discussed in Sec. El The mixtures were stored in one 
of our two storage bottles shown in Fig. [TJ For methane we collected data 
at concentrations ranging from 250- 10 -12 g/g to 10~ 6 g/g. Measurement 
procedures are described in Sec. [3j For methane analysis we monitored the 
RGA signal at 15 u since 16 and 14 have higher backgrounds and interferences 
(See Sees. E]and [H]). 

For the lowest methane concentration we verified the signal by first ana- 
lyzing the purified gas before injecting the methane. We then analyzed the 
methane mixture while flowing gas from one bottle while cryopumping into 
the other at a flow rate of 1 SLPM. The gas was sent through the purifier by- 
pass while sampling the 250- 10~ 12 g/g mixture at the downstream leak valve. 
We then closed the bypass and sent the gas through the purifier, making ad- 
justments to maintain constant pressure at the leak valve. When alternating 
between bypass and purify mode, we observed the methane signal rise and 
fall as expected (see Fig. [3]), showing a clear indication that the observed 
signal was related to a removable contaminant in the gas. Interference from 
O2 and N 2 contributed to about 15% of the methane response. See Sees. [5] 
and [6] for more details about backgrounds and interferences. 

Fig. H] shows results for all methane calibration measurements with back- 
grounds and interferences subtracted and with the data normalized to each 
of the fixed He and Ar partial pressures (See Sec. I3.1l for tracer-normalization 
details). The data at 1-10" 6 g/g and 100-10 -9 g/g represent an average of 
data taken multiple times on each of two or three days. Results of repeated 
measurements agree within a total spread of about 5%. All data shown were 
taken with the leak valve open 1.4 turns, corresponding to a flow rate of 
43 Torr • L/min. We can calculate a calibration constant from each point 
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by taking the ratio of the normalized signal to the concentration. For the 
helium-normalized data, we find that for all but the highest ( 1 - 10 6 g/g) 
calibration point, the standard deviation in the calibration constants is 2.4% 
with a total spread of 7%. The 1-10 -6 g/g calibration however is 20% lower 
than the mean of all of the calibrations at lower concentrations. Data taken 
for 10 -6 g/g of methane sampled at a lower flow rate, with the leak valve 
opened to 1.2 turns, does fall within the spread of the other calibrations. 
We believe that the discrepancy at 1.4 turns probably comes from the RGA 
becoming nearly saturated by the addition of the extra methane partial pres- 
sure. This is consistent with the similar observation noted in Sec. 13.11 for 
responses of argon (which also had concentrations on the order of 10~ 6 g/g) 
at high flow rates. 

Calibration responses for O2 concentrations ranging from 600-10" 12 g/g 
to 10~ 6 g/g are shown in Fig. ??. The He tracer gas was not present during 
this calibration and the data were thus normalized only to the response from 
the fixed Ar partial pressure. Collection of the lowest O2 calibration point 
was simplified, in comparison to methane, due to the lack of any interference 
signal at 32 u. As was the case for methane, the calibration constant for O2 
was found to be fairly stable, with a standard deviation of about 8% over 
the entire calibration range. The O2 calibration data was performed several 
weeks after the methane calibration. At a time between these calibrations 
the RGA response suddenly changed a little for no known reason. We found 
that such changes, which we have observed on two other occasions, had no 
effect on the linearity or sensitivity of the analysis system. 

Presently we have calibrated the N2 response of our apparatus at only 
one concentration, specifically 10~ 6 g/g. To extrapolate from this single 
point calibrations, we rely on the assumption that the RGA response for 
N 2 is approximately proportional to the concentration. Given that both O2 
and methane scale linearly with concentration we expect the N2 signal to 
respond linearly as well. By comparing data at 1.2 and 1.4 leak-valve turns, 
we have determined that the RGA saturation effect noticed for methane is 
not present for N 2 and O2. We attribute this to the fact that, at the same 
mass concentration, N 2 and O2 have lower partial pressures than methane. 
Table |2] compares the results for N2, O2 and methane at 10~ 6 g/g. Detection 
sensitivities are discussed in Sec. |5j 
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Partial Pressure (Torr) 

Methane (15 u) 2.5 • 1(T 7 

N 2 (28 u) 1.5 • 1(T 7 

2 (32 u) 9.3 • 1(T 8 

Table 2: Comparison of observed RGA signals for 10 -6 g/g concentrations of methane, 
Na, and O2 represented by partial pressures of mass 15 u, 28 u and 32 u respectively for 
a xenon flow rate into the cold trap of 43 Torr • L / min. Statistical uncertainties are below 
1% of the values. Systematic errors in the partial pressures are dominated by input flow 
rate uncertainties of as much as 20% (See Sec. [3]). Normalization of these partial-pressures 
to that of a tracer gas, as discussed in Sec. 13. 11 can reduce systematic uncertainties. 

5. Backgrounds and sensitivities 

Backgrounds and interference signals typically result in sensitivities which 
are worse than those expected from the quoted RGA dynamic range alone. 
We consider any RGA signal which is independent of the input gas mixture 
to be a background. These signals are generated by out-gassing from the 
cold trap and the vacuum plumbing. 

We find, in agreement with the RGA documentation, that the RGA mass 
peaks fall by about 90% in a deviation of 1 u. This is important for under- 
standing backgrounds, since signal contributions may come from the mass 
of interest or from neighboring masses. However, for quantitative analysis 
of backgrounds, all contributions are stable after sufficient pumping time; 
thus regardless of the source, the background signal of the mass of interest 
must simply be measured and subtracted. In practice, some error can arise 
because of the peak finding algorithm as discussed later in this section. 

Without interferences between RGA signals from the different contam- 
inants in the input gas, the sensitivity of our analysis system is limited to 
about 10% of the background levels. It is best to measure background partial 
pressures with the cold trap immersed in liquid nitrogen and with a xenon 
vapor pressure established. We find that background levels can rise slightly 
when any gas pressure is present in the trap. After establishing the xenon 
vapor pressure at a valve position of 1.0 turns, we measure the background 
levels by closing the input leak valve. Purification tests have verified that the 
background levels obtained this way are consistent with those observed by 
analyzing gas from the output of the purifier. This provides support for two 
conclusions: The purifier is effective even at very low concentrations (See 
Ref [lOj for more details), and that closing the input leak valve is a valid 
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way to measure signal backgrounds. There is one caveat. We find that if 
high concentrations of methane are analyzed, then the subsequent methane 
background level in the cold trap increases. If no further methane is injected, 
the background level returns to its baseline value over a time scale of about 
one hour. 

5.1. O2 and N 2 backgrounds 

Background levels change on long time scales depending on the history 
and cleanliness of the trap and vacuum plumbing. Table [3] lists background 
partial pressures for various impurities for the day of the 250- 10~ 12 g/g 
methane calibration. Equivalent concentrations are also shown by using the 
calibration data in Sec. @] to interpret the partial pressures. For N 2 a single 
calibration point was used along with an assumption that the partial pres- 
sure is directly proportional to the concentration, an assumption which is 
found to be approximately valid for O2 and methane calibration data. With 
statistical uncertainties of only a couple of percent, impurities in xenon re- 
sulting in deviations of 10% from background levels are clearly detectable as 
positive observations, corresponding to ultimate sensitivities of 160 • 10~ 12 
and 970 • 10~ 12 for O2 and N 2 respectively. Results could almost certainly be 
improved by reducing unneeded plumbing such as long corrugated vacuum 
hoses, by adding higher pump-out conductance to the trap, and by baking. 

5.2. Methane backgrounds 

We found that the detection of small methane signals can be problematic 
in some situations. Methane is a difficult case because the signal at 15 u 
can be hidden by the tail of the 16 u peak due to atomic oxygen. This 
situation is made more difficult because the RGA software does not perform 
a true peak search at 15 u. Instead, it simply assumes that the highest 
reading between 14.7 u and 15.3 u is due to the 15 u signal. However, 
when methane levels are very low, the highest value will occur at 15.3 u 
due to the neighboring peak at 16 u. Therefore, before a methane signal 
will be reported, it must exceed the atomic oxygen reading at 15.3 u. As 
as result, we find that the smallest detectable methane signal is 30% of the 
methane background, assuming the typical oxygen background level. We 
apply appropriate corrections and uncertainties to results at or near the 
detection threshold. A more sophisticated analysis of the RGA raw data 
could improve upon this method, but we have not attempted to implement 
such a technique at this time. 
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Background Partial Equivalent Limit of 

RGA channel Pressure [Torr] Concentration [g/g] Detection [g/g] 



4 u (helium) 8.30 • 10" 1 

40 u (argon) 2.80 • 10" 1 



15 u (methane) 


5.6 ■ 


io- 


-11 


190- 


io- 12 


57- 


io- 12 


28 u (N 2 ) 


1.5 


■ 10" 


-9 


9.7 


■ io- 9 


970 


• io- 12 


32 u (0 2 ) 


1.4- 


10" 


-10 


1.6 


■ io- 9 


160 


• io- 12 



Table 3: Backgrounds for each species and the resulting limits of detection. Results can 
vary from day to day. Measurements were made when the input gas was purified or the 
input was valved off. Backgrounds are also shown in units of equivalent concentration, 
where the value shown is valid for a leak rate of 43 Torr-L/min. For O2 and N2, the limit 
of detection is 10% of the background level. For methane, the limit of detection is 30% of 
the background level. See text for details. 

6. Interference 

The background levels listed in Sec. [5]provide a measure of the best purity 
limits measurable by our analysis system, at least for the plumbing cleanliness 
on the day the measurements were made. However, positive detections above 
these levels, although certainly indicative of an impurity, must be interpreted 
carefully since, as described above in Sec. signals from different impurities 
may not be resolvable. In particular we found that N 2 and 2 concentrations 
can interfere with methane detection. The primary RGA signal for methane 
is at a mass of 16 u. We chose to monitor the nearly equal signal at 15 u 
because 16 u also corresponds to elemental oxygen produced in the RGA 
from 2 and H 2 0. Even so, the mass 15 signal is contaminated by the tail of 
the mass 16 peak at about 10% of the mass 16 peak signal level. A similar 
interference is produced from the mass 14 signal arising from the presence 
of N 2 . As previously stated, the 15 u background from stable out-gassing 
of N 2 and 2 and H 2 is measurable and subtractable. However if N 2 and 
2 exist in the xenon, they result in 15 u signals above background levels 
which will disappear when the gas is purified or when the input valve is 
closed, thus mimicking a real methane contamination. Furthermore, due to 
the peak finding algorithm of the RGA, and the potential lack of a peak at 
15 u, the stability and reproducibility of the interference signal should be 
questioned. 

Indeed our mixture of Xe and methane did contain small levels of 2 
and N 2 from an unknown source. Therefore our calibration measurements 
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at 250T0~ 12 g/g required particular care. O2 presented the primary source 
of problematic interference. We purified the gas multiple times and stored 
it in a bottle overnight before performing measurements. Nevertheless, we 
observed that O2 and N 2 levels in the stored gas increased over several days, 
although we were unable to locate any leak in our system with a helium leak- 
check procedure. To minimize interference from this effect, we performed all 
measurements within 30 hours of the end of purification. Furthermore, we 
tested, on multiple occasions, the 15 u interference signal after purifying the 
xenon gas multiple times, storing it overnight, and without adding methane. 
Analysis was done in a method identical to the 250-1CT 12 g/g methane cal- 
ibration by flowing stored gas from the bottle and alternately passing the 
gas directly to the leak valve input or first through the purifier. We did 
see a small change in the 15 u signal at the level of about 1.5 ■ 10~ 12 Torr, 
corresponding to a false methane reading of 35-10 -12 g/g. We found that for 
data taken within one or two days of purification this result was reproducible 
within a factor of about two. To be conservative we chose our lowest methane 
calibration point to be several times higher than this level. We subtracted 
off the result of the interference measurement taken just a few hours earlier 
while verifying stability of N 2 and 2 during those few hours. 

For gas void of N 2 , and 2 , positive measurements made at lower levels 
can be trusted. Even for gas containing our observed levels of impurities, 
observations of signals at or near the level of the interference can still be 
confidently used to set upper limits at levels below 100- 10~ 12 g/g, and for 
gas directly out of our purifier, we can set methane limits at < 60 • 10~ 12 g/g 
or slightly better. 

7. Summary 

We have constructed and calibrated a simple and inexpensive device to 
analyze xenon gas impurities with sensitivities below 10~ 9 g/g for N 2 , 2 , and 
methane. For xenon gas taken directly from the output of a SAES zirconium 
purifier we can set limits on methane concentrations of < 60 • 10 -12 g/g. We 
have investigated the limitations and backgrounds of our implementation 
of this technique and have proposed simple methods and conditions which 
could yield results with even better sensitivities. The technique uses only 
relatively inexpensive hardware, most of which is already in use at most 
xenon gas experimental facilities. We believe that this analysis method is a 
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novel tool that can greatly help to understand propagation and removal of 
impurities in xenon based detection experiments and devices. 
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Figure 3: RGA partial pressure responses for measurement of impurities in xenon prepared 
with 250-10 -12 g/g of methane. Helium was added at about 8-10 -9 g/g as a tracer gas. 
Argon was present in the xenon from the supplier. N2 and O2 were introduced after 
purification, at levels of 18-10 -9 g/g and 5-10 -9 g/g respectively, by leaks or outgassing in 
our xenon system. At minutes xenon ice and thus a xenon vapor pressure had already 
been establish in the cold trap, but the leak valve had then been closed. The leak valve 
to the cold trap was re-opened at about 35 minutes, sampling gas after it flowed through 
the purifier bypass plumbing. The output xenon vapor pressure is unaffected by the input 
flow of xenon due to the action of the cold trap. At 60 minutes the gas was rerouted 
through the purifier before reaching the leak valve. This cycle was repeated. The effect 
of purification on the methane as well as on N2 and O2 is clear. Interference from N2 and 
O2 contribute to about 15% of the observable methane change. Helium and Argon were 
unaffected by the purifier and effectively monitored minor fluctuations in the gas flow rate 
through the leak valve. 
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Figure 4: Normalized methane partial-pressures in the RGA as a function of methane 
concentration in the xenon gas. The mass 15 component of the methane signal is shown 
normalized to the partial pressures of both He and Ar, each having fixed and arbitrary 
concentrations in our xenon throughout these measurements. Linear fits passing through 
the origin are shown for visual reference. Backgrounds and interferences have been sub- 
tracted. Uncertainties are not shown. The values are averaged over a couple of minutes of 
RGA sampling, producing statistical errors of well less than 1%. The point at the lowest 
concentration, 250T0 -12 g/g, has an additional 15% uncertainty from subtraction of in- 
terference signals and backgrounds (See Sees. |5] and [5j We find about 5% total variation 
in all results from day to day tests. 
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Figure 5: Normalized O2 partial-pressures in the RGA as a function of O2 concentration 
in the xenon gas. The mass 32 RGA signal is shown normalized to the partial pressures of 
Ar, having fixed and arbitrary concentration in our xenon throughout these measurements. 
A linear fit passing through the origin is shown for visual reference. Backgrounds have 
been subtracted. Uncertainties are not shown. The values are averaged over a couple of 
minutes of RGA sampling, producing statistical errors of well less than 1%. 
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